Modification of cradle angiographic tables to more easily obtain axial coronary views.
With greater utilization of angled coronary views for better elucidation of coronary anatomy, many laboratories are still limited by the rotating cradle systems which make angulation for these views somewhat difficult. The following report describes a simple, inexpensive way to modify existing cradle structures to accommodate easy cranial angulation.